[Morphological assessment of physical methods of dissection and coagulation in operations on the stomach].
The first results of experimental investigation of the potencies of a new domestic electrosurgical apparatus "ESA-MINI-01" are presented. The investigation of the morphological alterations in the stomach wall after using different physical methods of dissection and coagulation has proved the advantages of the new apparatus which has the principle of work based on an original means of forming the outlet parameters.